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: FHEN STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT . ‘ REFORT 16
Complets this report at the time of the regular monlhly preveniive maintenance check (not to exceed 35 days).

Complele this report whenever the instrument is serviced or repaired and whenever it Is placed info service.
Retaln ihe original and send a copy within 15 days 10 the Breaih Alcohol Program, DHSS,

DATAMASTER 1 ) NAMEOF AGENCY P DAYE OF INSPECTION

201 259 acnv. e D 08 /o8 / 20173
LOCATION DF INSTRUMENT (STHEET AND CITY) TIME OF INSPECTION
Yol E . f"\emam S+ Raguy/lle 20 I

CHECKLIST: Place a mark'in the box by each item if found fo be salisfactory orif oparating within established limits. (Write in observed values
where defermined.) Unmarked ilems must be corrected before using Insirumeny.

B DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from primouz)M

[ compuTER §4 oeTECTOR

P eroanam (ot~07~ 3009) dd FiLTens

R HEATERS SAMPLE cHAMBER ___ &/ ¥/ °C B auarTz sTANDARD
[ FLow pETECTOR - Kl caLiBRATION
[APump HIGH sPeED B4 PRINTER

T, INDICATOR LIGHTS
3 SIMULATOR SOLUTION suPPLIER Gt Lah s ot# 3700 EXP, DATE @ Y /23 /2018

12 sMULATOR TEMP (34°C 2 0.2°0) 351 O °c simuLaToR sN_S ) 390 | exp.oate§/8/207 Y

E CALIBRATION CHECK ~ (DNLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tesls 'using a standard solution, All three tests musl be within £5% of the standard value and must have a spread of 005 or
less, Mark the box corresponding to the standard solutlon belng used. {PRINTOUT ATTACHED)

%0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.106% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[] 0.040% STANDARD - MUST READ BETWEEN 0.036% AND 0.042% INCLUSIVE

TEST {1 = , OQ’G TEST2 w . Oq 7 TEST 3 wr _ O? ‘7

E\PEHFORM R.F.I. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)
(16-19) O |ovsn 19 ;L

REFUSALSO |(o-o4) O (.05-.09) O (.10-.14) /

LIET ANY NEW PARTS AND DESCRIBE ARY ALTEAATION OR MODIFICATION THAT WAS MADEZ TO RESTORE THE INSTAUMENT TO OPERATE SATIBFACTORILY AND WITHIN ESTABLIBHED LIMITA
(USE OTHER BIDE IF HECESBARY).

INSPEGTING OFFICER

SIGNATURE FRINT FULL HAME
' é//x_..«-— W?/"‘— E/ie Lee /”755'5'
TYPE 11 ERMIT NUMBERVEXPIRATION DATE TELEPHONE NUMBER
QIO AD g /pn3 [/dolY 660 38 2727
RETURN COMPLETED REPORT TOTHE:  Breath Alcoho! Program, MO Department of Heallh and Senlor Services, Southsast Disirict Office
2876 James Blvd.
Panlar RInff AN RGN
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®

AI& GUTH LABORATORIES, INC.

§90 NORTH &7th STREET ® HARRISBURG, PA 17111-4511_® TELEPHONE: 717-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13100 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on April 29, 2013, using a Perkin Elmer Gas
Chrométograph Autosystem XL S8/N: 610N9030209, and found to contain
0.1214% (w/vol) ethyl alcohol. The expiration date for this lot
number is April 23,2015 at 11:59 PM, .

When used in a calibrated Simulator, operating at
34°€ +/- .2°C, this solution will give a breath alcohol

ariaiysis instrument reading of 0.100 g/210L +/- 3%.

The alcoho! and watet used in this solution were

free of test interfering substances.

1]

Ted L. Pauley, Presi;c;ent

GUTH LABORATORIES, INC.

NIST Traceability:
Testing was conducted using Cerilliant Reference Standard lot number ENI122211-02 whose
values are traceable to NIST.,

All balances are calibrated annually by an outside agency using NIST traceable weighis.

Calibration verification is done prior to each use utilizing NIST traceable weighis.

P 3/6
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State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE i

ERIC MOSS.

Is hereby authorized to Instruct and supervise operators, train Instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcohollc content of blood from a sample of expired (alveolar)
alr. lssued under the provisions of sections 577.020 through 577.041, RSMo 1986,

08/03/2012 LA

Dlrector of Stals Public Heélth Laboratory
220182

%w‘?f é\a'n_%‘

Director, Deparimant of Health
Lab. 4 (A7-88)

Number
expiras 08/03/2014

MO 580071 {7-80)




